Introduction
The Monarch is an automatic random access centrifugal analyser for clinical chemistry determinations. Random analysis of samples is possible using a robotic system to + + Significant trend probability. (0"6) 5
1.650l" 1.630 (0.9) According to Burnett and Martin [3, 4] . each chemistry was preceded and followed by the other. It was considered that no carry-over had occurred if the variations in a certain sequence were within twice the CV of the method obtained in the within-batch precision.
Results and discussions

Imprecision
The different components of the imprecision were calculated according to the analysis of variance [2] [3, 4] . In each of the three cases, the curvilinear probability was not significant (pre-load mode p 0"5110 r 0"9996, bichromate as sample p 0" 11418 r 2 0"9996, bichromate as reagent p 0"3371 r 0"9998.
Linearity
As shown in table 7, the linearity of the IL methods was very good and almost always higher than that claimed by the manufacturer.
Carry-ouer
The specimen-dependent carry-over was found to be negligible for all the methods studied ( 
